Measurement of cardiac output in pregnancy by Doppler technique.
Doppler technique of measuring cardiac output was evaluated during pregnancy. In a study of accuracy Doppler technique correlated well with thermodilution, (r = 0.95, y = 1.05x - 0.35). In a study of interoperator variability, the technique was found to be reproducible, (r = 0.92, y = 0.91x + 0.74).